Chapter 6: lllustrated Parts

Incubator Heater With Isolation Transformer

Revision 10 and above Relay Boards

Exiting Isolation Transformer
design unchanged from exiting
Giraffe Incubator.
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Figure 6-40 Wiring Diagram: Incubator Heater, Relay Board Rev. Level 10 or Higher
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