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5-6-2 RTT - Distribution Board Top
Function of the Distribution Board Top RTT:
* Feed through for DC-Power (12V_ATX, 5V_ATX, 5VSB) and
Signals (PWR_On, Start_Key, Speaker, Lifter control, Ul_Brake)
»  Power distribution for Monitor
*  Power for RTH (Distribution Board Hub)
» Power for DVD-Drive
« Signal switching for Ul Brake, Lift and Gel warmer’
5-6-2-1 RTT - Block Diagram
Ul Brake To Lifter Gel warmer Ti(ll
RTT L—Eﬂ» Doooao u| a
Lifter_enable ; A I:TfJ
Direction Control 5
+12V +12V| 412V +12V 8
| From RTB
\ I e Speaker
Brake_EN e PWR_on
Gel_EN +12v| o o Start_Key
PWR_On +5V o e +5VSB
Start_Key GND | 4 e +5V_ATX
5VSB L4 +12V_ATX
+12V_ATX * GND
To RTH
Figure 5-27 RTT - Block diagram
1,
5-50 Section 5-6 - Top Console (User Interface)



